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We demonstrate gas detection based on evanescent-wave photoacoustic (PA) spectroscopy with tapered optical
fibers. Evanescent-field instead of open-path absorption is exploited for PA generation, and a quartz tuning fork
is used for PA detection. A tapered optical fiber with a diameter down to the wavelength scale demonstrates detec-
tion sensitivity similar to an open-path system but with the advantages of easier optical alignment, smaller insertion
loss, and multiplexing capability. © 2012 Optical Society of America
OCIS codes: 060.2370, 300.6260, 300.6380.
Trace gas detection has drawn considerable attention
recently because of its many important applications in
environmental monitoring and industrial process control.
Optical fiber sensors based on open-path absorption
spectroscopy have been studied extensively and de-
ployed for real-world applications [1]. The sensitivity
of an open-path sensor improves with increasing the ab-
sorption path length. However, the improvement is lim-
ited because of difficulty associated with fabricating a
long absorption cell. Evanescent-wave absorption spec-
troscopy using a D-shaped optical fiber has been studied
but suffers from very low sensitivity as compared with
open-path sensors [2]. Fiber tapers were also studied
for evanescent-wave gas detection. However, the sensi-
tivity is limited due to difficulty in fabricating a long fiber
taper [3]. Microstructured optical fibers have the poten-
tial of achieving high sensitivity and possibly distributed
gas detection along the fibers [4,5], and active researches
are ongoing in this area.
An alternative is photoacoustic spectroscopy (PAS), in
which an acoustic pressure wave is generated by light
absorption of gas molecules and detected by an acoustic
transducer [6]. Among the variety of PAS systems, quartz-
enhanced (QE) PAS (QE-PAS) [7,8], which uses a reso-
nant quartz tuning fork (QTF) as the acoustic transducer,
has demonstrated outstanding performance. The photo-
acoustic (PA) signal may be further enhanced by use of a
proper acoustic resonator [9–12].
However, in all of the PAS systems reported so far,
open-path PA cells have been used and complex and pre-
cise collimating/focusing optics are needed to minimize
the optical insertion loss and improve the efficiency of
PA generation. In this Letter, we demonstrate evanes-
cent-wave PAS (EPAS), which uses tapered optical mi-
cro/nano fibers (OMNFs) for PA generation. As the
diameter of a fiber is tapered down to wavelength scale
or smaller, a considerable portion of the optical mode
power is located outside the OMNF [13], which can be
exploited for PA generation. Because of their limited
length, tapered OMNFs may not be efficient for high-
sensitivity gas detection based on absorption spectro-
scopy. However, they are well suited for PAS in which
an acoustic transducer such as QTF converts localized
PA pressure into an electrical signal. The amplitude of
the PA signal has no direct relationship with the absorp-
tion length. In an EPAS system, a tapered OMNF with a
length of a few millimeters would be sufficient for high-
sensitivity gas detection if a small QTF is used. In the fol-
lowing, we demonstrate gas detection with QE-EPAS.
The fiber tapers were made by the flame-brushing
technique from standard single-mode fibers (SMFs)
[14,15]. By controlling the flame movement and fiber
stretching rate, fiber tapers with diameters down to
the subwavelength scale and low loss of ∼0.2 dB can
be fabricated. An OMNF is threaded through the gap be-
tween the two prongs of a QTF, as shown in Fig. 1. Light
is guided along the OMNF with a very small beam size,
and no precise optical alignment is needed. Wavelength-
modulated light from a single longitudinal mode laser is
transmitted to the OMNF, and the evanescent field is ab-
sorbed by the target gas, generating an acoustic pressure
wave that is detected by the QTF.
The experimental setup is shown in Fig. 2. A distribu-
ted feedback (DFB) laser with a wavelength of
∼1532.8 nm was used as the light source. A ramp signal
generated from a computer scans the laser wavelength
across the absorption line periodically. Meanwhile, a si-
nusoidal signal modulates the laser wavelength at the fre-
quency f  f 0∕2, where f 0  32.75 kHz is the resonant
frequency of the QTF (KDS-DT38, Q  6341 at atmo-
spheric pressure, R  220 kΩ) in our experient with di-
mensions of 6 mm × 1.4 mm × 0.2 mm. The light signal
is amplified by an erbium-doped fiber amplifier (EDFA)
and split by a 10∕90 fiber coupler. 10% of the light is fed
to the reference cell for calibrating gas concentration by
Fig. 1. (Color online) Schematic of QE-EPAS with an OMNF.
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direct absorption, while the remaining 90% to the OMNF
for PA-based gas detection. For optimized PA detection,
the OMNF was placed approximately in the middle of the
gap between two prongs and ∼0.7 mm below the QTF
opening [7]. The output from the QTF passes through
a transimpedance amplifier (TA) with a feedback resistor
of 10 MΩ and a preamplifier with a gain of 6 before en-
tering into a lock-in amplifier for second-harmonic detec-
tion. The time constant of the lock-in amplifier was set to
30 ms with an 18 dB∕Oct slope filter, corresponding to a
detection bandwidth of Δf  3.125 Hz.
Three fiber tapers with different waist diameters were
tested for C2H2 detection in air. The absorption line used
is the P(13) line at 6523.88 cm−1 with a line intensity of
1.035 × 10−20 cm−1∕mol cm−2. The measurement was
performed at atmospheric pressure. Figure 3 shows
the normalized second-harmonic signals for the three
fiber tapers when the laser wavelength was scanned
across the absorption line. The parameters of the three
fiber tapers and the results of the QE-EPAS are listed in
Table 1. For the fiber taper with diameter of 1.1 μm, the
measured (normalized) maximum second-harmonic out-
put signal is 0.0317 mV∕Wppmv. Considering the simi-
lar absorption line intensity of H2O at 7176.41 cm−1 and
the gain factor of the preamplifier used in [12], this value
may be regarded as comparable to the value of QE-PAS
with a QTF alone without the use of an acoustic resona-
tor. This suggests that the QE-EPAS would achieve a si-
milar performance as an open-path PAS system.
The percentage of light power in the evanescent field
as a function of the fiber diameter was calculated and is
shown in Fig. 4 as a solid curve. The maximum second-
harmonic outputs for the three tapers, which are normal-
ized by input optical power and gas concentration, are
also shown in Fig. 4 as solid squares. As expected, the
tendency of the normalized signal agrees well with
the theoretical power percentage curve, indicating that
the sensitivity may be further improved by reducing the
diameter of the fiber taper.
We investigated the dependence of the second-
harmonic output on C2H2 concentration and input optical
power. Figures 5(a) and 5(b) show the results for taper 3
and taper 2, respectively. The output signals have linear
relationships with both the gas concentration and the in-
put optical power, which agree well with theoretical pre-
dictions in [8]. For different input power levels, the
standard deviations of the system noises were calculated
and the result for taper 2 is shown in Fig. 5(b). The noise
level was found independent of the input optical power
and is believed to be mainly due to the amplified thermal
Fig. 2. (Color online) Experimental setup: EDFA, erbium-
doped fiber amplifier; QTF, quartz tuning fork; Ref cell,
open-path cell with 2 cm absorption length; TA, transimpedance
amplifier with a feedback resistor Rg  10 MΩ; DAQ, data
acquisition device; f 0, resonant frequency of the QTF. Inset,
scanning electron micrograph image of the OMNF.
Table 1. Parameters of Three Different OMNFs and Their Performance in QE-EPAS Experiment
Taper
Diameter
[μm]
Power percentage
in Air [%]a
Input Optical
Power [mW]
Maximum 2f
Signal [mV]
C2H2
Concentration
Normalized Maximum 2f
Signal [mV/(W ppmv)]
1 1.1 20.25 9.75 4.8822 1.58% 0.0317
2 1.4 10.05 9.75 6.1854 4.14% 0.0153
3 2.4 2.18 8.37 1.0826 4% 0.0032
aCalculated results at λ  1532.8 nm.
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Fig. 3. (Color online) Normalized second-harmonic output sig-
nal for the QE-EPAS system with three different OMNFs.
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Fig. 4. (Color online) Calculated percentage of light power in
the evanescent field for OMNF with varying diameters at λ 
1532.8 nm and measured normalized second-harmonic
(2f  32.75 kHz) signal for three different fiber tapers.
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noise of the QTF at a 30 ms integration time [16]. Based
on a measured signal-to-noise ratio of 67.3 for taper 1
with 9.75 mW input optical power, a normalized noise
equivalent absorption (NNEA) coefficient (1σ) of 1.96 ×
10−6 cm−1 · W∕Hz1∕2 is estimated.
In conclusion, EPAS with tapered OMNFs was de-
monstrated for the first time to the best of our knowl-
edge. With a fiber taper of 1.1 μm waist diameter and
a QTF, we obtain a normalized output signal of
0.0317 mV∕Wppmv and an NNEA coefficient of
(1σ) 1.96 × 10−6 cm−1 · W∕Hz1∕2 for C2H2 detection at
atmospheric pressure. By using a thinner OMNF, a prop-
er acoustic resonator, or detector with better sensitivity
such as microcantilever-based interferometric detection
[17], the sensitivity would be further improved by 2 to 3
orders of magnitude. Compared with conventional PAS,
the all-fiber EPAS has the advantages of easier optical
alignment, lower insertion loss, and potential for multi-
point multiplexed sensing along a fiber.
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Fig. 5. (Color online) Dependence of second-harmonic output
on (a) gas concentration for taper 3 for an input power of
8.37 mW and (b) input optical power for taper 2 for a gas con-
centration of 4.14%.
216 OPTICS LETTERS / Vol. 37, No. 2 / January 15, 2012
